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 DREATH ALCoHOL: PROGRAM

- MISSOURI DEPARTMENT OF HEALTH
‘4 STATE PUBLIC HEALTH LABORATORY

DATAMASTER MAINTENANCE REPORT JUN -8 20m

lete thi ort in duplicate at the time of the regular i inf{ o i
Complete this rep P et egular monthiy preventive mainfenance check;ﬂmgswgwsrfrﬁ?-s}{fﬂ?nc

is repaired. Send copy lo Department of Health; retain original in department file.
DATAMASTER SN DA?E_ OF INSPEGTION

950053 05/19/2009 o
LOCATION OF INSTRUMENT {STREET AND CITY} TIME OF INSPECTION oot el | s,
114 South Rollins Sireet Centralia { 19:04

CHECKLIST: Place a check {v) 1o the lefl of each item if found to be satisfactory or if operating within established limits. {Write
in observed values where determined.) Unchecked items must be correcled before using Instrument.

—

) DIAGNOSTIC CHECK (PRINTOUT ATTACHED)

COMPUTER ¥ pETECTOR
PROGRAM W FiLTERS

HEATERS SAMPLE CHAMBER __ 0 oG [Y] QUARTZ STANDARD
FLOW.DETECTOR V] cALIBRATION

1 pUMP HIGH SPEED Y} PRINTER

b1 INDICATOR LIGHTS

¥] TiME AND DATE

f/] SIMULATOR TEMPERATURE (34 °C + 0.2°C) 34°C

¥] CALIBRATION CHECK -
Run three tests using a standard solution. All three lesls must he within + 5% of the standard value and must have a
spread of .005 or less. Check lhe box corresponding to the standard solution being used. (PRINTOUT ATTACHED} (USE

RECIRCULATION PUMP)

/] 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
] 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
(ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

TEST1 ™ 101 TEST2 ™ 101 TEST3 ™ 01

FERFORM R.F.L. TEST (PRINTOUT ATTACHED)

[¥) numBER OF REFUSALS, SINGE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS
FOLLOWS: {DO NOT INCLUDE SIMULATOR TESTS)

REFUSALS | |(0-.04) 1 {.05-.09) 3 {.10-.14) 2 (.15-.19) 1 (Over.19) 2

List any new parts and describe any alteration or modificalion thal was made fo restore the instrument to operate satisfactorily
and within established limits {use other side if necessary)

New EPROM Installed, New Chopper Motor Installed, New Printing Ribbon Installed, and Instrument was Recalibrated
1
Instrumentisoperating witlnir the- Missourt- Departiment of Healthrofes andregulations——————————————————————

Manufacturer: Repco Marketing Inc. Lot No: 08002 Concentration: 0.100% Expiration Date: 10/13/2010 at 11:59 pm.

INSPECTING OFFICER
PRINT NAME ‘

SIGNATURE

>ttt S AND Nicholas L. Helm
TYPE ILPERMIT NUMBER/EXPIRATION DATE TELEPHONE NUMBER
820118 03/31/_2010 (573) 682-2131

AN EQUAL OPPORTUNETY/AFFIRMATIVE ACTION EMPLOYER Lab.-116

MO 580- 1468 [9-94)
ennces provaded 01 A pondiscnminatony bags



. T

REPCO MARKETING INC.
. 3101-188 STONYBROOK DRIVE

ethanol)

RALEIGH, NG. 27604
919-876-5480

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Inc.

LOT NUMBER: 08002
EXPIRATION DATE: October 13, 2010 at 11:59 p.m. .

RepCo Marketing, Inc. certifies the following;

RepCo Marketmg, Inc. menufactured, tested and supphed Lot
Number 08002 of Alcohol Certified Solution for simulators. Random
semples of sald lot number were analyzed utilizing a ges chromatograph and
found to conta:m _i__ gms/dl wtivol ethyl alcohol in aqueous selution (i.e.

" The altohol and disﬂlled water used in the solutlon were found to be

free of any interfering substance.
. This solution will produce & vapor alcohol value of 0.100% +/-3%

lwhen. heated to 34 Degrees Celsius +/-0.2 Degtees Celsius in a simulator.
The date of manufacture for this lot number is QOctober 14, 2008. The

expiration date for this lot number is Qetober 13, 2010 at 11:59 p.m.
This document is a true representation of the original Certificate of

Analysis. :

Cecil B. Garer, Presitient
RepCo Marking, Inc.

Form MO 01



Face This Side Down - This Edge In First

BAC DataMaster
Evidence Ticket

STATE OF MISSOURI
CENTRALIA FPOLICE DEPRRTMENT

BAC DATAMASTER SERIAL HUMBER 956833 -
E5/19.83

TEETIMNG OFF ICER:
HELM/MICHOLAS-L

OFFICER I.DL¢ e77

PERMIT HUMBER: 223118

EXPIRATION DATE: 83-31-1@

MISCELLAREQUE DATAS

== SUPERVIZOR MODE -—-

BLAKK TEST . B2E 19:12
INTERHAL STRNDARD YERIFIED 19113
EXTERMAL STANDRARD 161 i9:132
BLANHK TEST . 9868 19114
EXTERMAL. STAMDARD L1ei 19: 14
BLAMK TEST . B 19445
EXTERMAL STRHDARD 181 19:15
" BLANK TEST . BB 1915
H=2=3
siM. = o1
AVG. = 181

wor Signature tﬂ//ﬁ&é{/ X - / LZ_/
( o~

2208-92

‘)———;] BLAMK TEST

Face This Side Down ~ This Edge In First

BAC DataMaster
Evidence Ticket

STRTE OF MISSOURI
CENTRALIA POLICE DEPARTHENT

BAC DATAMAZTER SERIAL HUMBER 2958853
@3-,19.,89 b

ARREST TIME: 1g5:0@
SUBJECT HAME:
RFI-TEST
DOB: 91/81/82 SEX: M
STATE/D.L.t MQ-/12345
ARRESTING OFFICER:
h i
OFFICER I1.D.¢ 877
TESTING OFF ICEkR:
HELM/HICHOLAS L
OFFICER I.ILt 677
PERMIT HUMBER: 828113
EXPIRATION DATE: 93-31/1@
MISCELLANEOUS DATA:

—-—— BREATH AHALYSIS -—

3
IMTERMAL STANDARD VERIFIED

RRDIO INTERFERENCE

S i — —— ——— e - e

Operator Signature Z ?4 gzéﬂég A X L L
2208-02



Face This Side Down — This Edge In First
| BAC DataMaster
Evidence Ticket

STATE OF MISSOURT
CENTRALIA POLICE TEPARTMENT

BAC DATAMASTER SERIAL NUMBER 950853
B5/19/89
19: 04
--— DIAGNOSTIC CHECK ——-
COMPUTER: akAY

. PROGRFH CG4—B?~E&BQ}! DKRY

HEATERS 4
SAMPLE CHAMBERY 59c
FLOW DETECTOR: OKAY
FUMP
HIGH SPEED: . aKAY
lDETECTUR- OKAY
ﬁigij:]FILTERS' : OKAY
- QUARTZ STANLARD: aKRY
CAL IBRAT I0H: OKAY

PRIMTER TEST
THHSRE ks -, /B12345678 £ 3{=2PeARCDEFG
HIJKLMHOPRRS TUVHRYZL I 2 abodef ahi dk long
FHarstuvxsz{{ F3¢

Operator Signature %ﬂéu’é‘u A’ M

2208-02
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MAR-31-28B8 15:13. . MD: DEPT OF HERLTH SR SERY C Do baw Trow e

w_..m?,.:uw..._“.‘.;,c.s._.n_wm__..,.wt @1 %ﬁ-ﬂtx

PERM I

mwgwgg_ggnasgogg.g Egﬁ._ﬁm :
- calibrate, parfcrm field repairs, and operale the following breath analyzer{s); g&.
,*gag&ggggﬁﬂgugﬁ i 3 ,
air. gﬁﬁa&ﬁwg of soctions 577,020 through mﬂé«n %

o 033108 -2 N -,




